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Shipment: 285 Non Potable Water Chemistry

Analyte Name Units Sample Method Result Mean/ Warning Acceptance Score

1D Target * Limits Limits
Sample: Non Potable Water Purgeables
trans-1,3-Dichloropropene ug/l 8513 USGS <09 <8.00" Satisfactory
EPA Code: N/A 0-4127-96 93 passed out of 99 reported results,
Tetrachloroethene ** ug/L 8513 USGS 140 124" 7.32-145 5.54-16.2 Satisfactory
EPA Code: N/A 0-4127-96 102 passed out of 105 reported results.
Toluene ** ug/L 8513 USGS 42.2 36.2" 28.6 - 42.3 25.2-45.7 Satisfactory
EPA Code: N/A 0-4127-96 112 passed out of 115 reported results.
Trichloroethene ** ug/L 8513 USGS 64.0 54.3* 40.6 - 65.0 34.5-71.0 Satisfactory
EPA Code: N/A 0-4127-96 103 passed out of 106 reported results.
Total Xylenes ug/L 8513 USGS 265.5 196 118 -274 Satisfactory
EPA Code: N/A 0-4127-96 110 passed out of 112 reported results.
Viny! chloride ugil 8513 USGS <08 <200" Satisfactory
EPA Code: N/A 0-4127-96 95 passed out of 99 reported results.
Sample: Non Potable Water Residue
Solids, Total mg/L 8502 USGS 276 285 247 - 323 Satisfactory
EPA Code: N/A -3750-85 96 passed out of 103 reported resuits.
Sample: Non Potable Water Total Dissolved Solids
Solids, Total Dissolved ** mgiL 8540 USGS 81.6 7T 59.2 -98.2 49.4 - 108 Satisfactory
EPA Code: N/A -1750-85 96 passed out of 104 reported results.



